Experimental procedures
1 In short, proteins were produced by expression in an E. coli in vitro transcription and translation (IVTT) system and assembled into heptamers on rabbit blood cell membranes. The heptamers were run in a 5% SDS-polyacrylamide gel and the region of the dried gel containing αHL heptamers was cut out, rehydrated and crushed in 10 mM Tris.HCl, pH 8.0, containing 100 µM EDTA. Aliquots of the purified proteins were stored at -
80°C.

Single channel recordings and data analysis.
Electrical recordings were carried out with planar lipid bilayers as described. 2 In short, a bilayer of 1,2-diphytanoylphosphatidyl choline (Avanti Polar Lipids,
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Alabaster, AL) was formed on an aperture of ~100 µm diameter in a Teflon film separating the cis and trans compartments. Both compartments were filled with 0.5 mL of 3 M KCl, 10mM Tris.HCl, 10 mM CAPS, 10mM potassium phosphate containing 100 µM EDTA. Gel-purified NN-M113R αHL heptamers were added to the cis chamber (ground) to obtain single channels. The pHs of the solutions were then adjusted by small addition of 1M solutions of KOH or respectively (Axon Instruments). All recordings were collected using a 1 kHz low pass filter at sampling frequencies of 5 kHz with a computer equipped with a Digidata 1440A digitizer. Data were collected by applying an Episodic Stimulation protocol in which the applied bias was automatically changed in two steps (Fig. s2a) . In the first step a bias of +120 mV was applied for 850 ms to capture the DNA-biotin:streptavidin complex within the nanopore. In the second step the bias was reverse (-140mV for 50 ms) to eject the complex from the pore (Fig. S2) . The protocol was repeated hundreds of times at each pH values to collect the data. The recorded current traces were analyzed by 
where n is the Hill slope. The errors on the pKa values were calculated by fitting all individually collected data points to eq. S1 and are expressed as standard errors (OriginLab Corporation, MA,USA).
Additional Data Instruments).
